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Calibration #1 (SATSLF0044)
. MEL#1001034-25 (19-Jan-2010 15:01:30)

x 10 x 10
1.238 T T T T 563 25 T T T T 8
(O]
3 1.236 15625 $ ¢ 2
> ;s ‘g
T 1.234 /\ . £
@ v \/\/\/ ‘0‘5 L
o =
o | , > W
3: 123k 1561.5 < 1
1.228 . : : . 561 0.5 . : : : 6
10 20 30 40 50 10 20 30 40 50
Sample Number Sample Number
55 T T T T 22.65 14 T T T T
7 ' b oot oo o et e, o] Main -
—~ 122.6 12 prersr e et ety Lamp H
e 54.5 2 Regulator
o 2255 2 & 10t ]
5 2
5935 122.45 9 6 . ]
53 1 1 1 1 224 4 1 1 1 1
10 20 30 40 50 10 20 30 40 50
Sample Number Sample Number
x 10*

Raw ADC Count

20 40 60 80 100 120 140 160 180 200 220
Channel

Humidity (%)



