Calibration #1 (SATSLF0044)
MEL#1001034-27 (19-Jan-2010 15:18:29)
Mean: 2.8263; %RSD: 0.36835

2.845+ 1203.12
2.84+1 1202.76
', 2.835 12024 <
@ I 1 2
E 2.83H 1202.05 3
© 1 IS
‘§ 2.825+ 41201.69 %
Z 282t 1201.33
2.815+ 200.98
281 P B B S B P B B S PP B 20062 O
5 10 15 20 25 30 35 40 45 50 2.8 2.85
o _ Sample Number Nitrate (mg L™}

6250 6260 6270 6280 6290 6300 6310 6320 6330 6340
L 1 " " " " 1 " " " " IS‘ta.rt Tlme .(8elc) " " " " " "
94.255 94.26 94.265 94.27 94.275 94.28
Lamp Time (hr)

Number of Samples



1.32

=
w
fu
[ee]

1.316

1.314

Avg. Spectral Value

131

55

Lamp Temp. (C)

53.5

2.5

15

Raw ADC Count

0.5

Calibration #1 (SATSLF0044)
4 MEL#1001034-27 (19-Jan-2010 15:18:29)

1.312}

54.5

54

x 10 x 10
T T T T 563 8 T T T T 8
: 15625 8 ¢ 6f 17.5
T ®©
_ > £
\/\ VT 562 & 8 4 7
I \/\/ \/ o Y4
. o
> E
i 15615 < W2 6.5
: : : : 561 0 : : : : 6
10 20 30 40 50 10 20 30 40 50
Sample Number Sample Number
T T T T 2238 14 T T T T
Main
12 ESNSEPESesE0E0EPESEEOEPEEERS S Lamp H
L | 22.36 2 Regulator
S 8 10f ]
12234 ¢ £
— ©
L i o > 8r 4
] g
22.32 & 6l ]
L L L L 223 4 L L L L
10 20 30 40 50 10 20 30 40 50
Sample Number Sample Number
x 10
| | | | | | | | | | |
: | | | | | | | | | |
20 40 60 80 100 120 140 160 180 200 220

Channel

Humidity (%)



