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Calibration #4 (SATSLF0044)

Mean: 3.1133; %RSD: 0.86712

MEL#1011032-23 (22-Nov-2010 09:56:32)
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Calibration #4 (SATSLF0044)
MEL#1011032-23 (22-Nov-2010 09:56:32)
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